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6.1 Package insert 484 (StatStrip Glucose Test Strips) T
6.2 WHO guidelines on drawing blood: best practices in phlebotomy. World Health Organization,
Geneva, 2010.
6.3 Clinical and Laboratory Standards Institute (CLS/). Procedures and Devices for the Collection
of Diagnostic Capillary Blood Specimens; Approved Standard—Sixth Edition. CLSI document
H04- Aé6. Clinical and Laboratory Standards Institute, Wayne, Pennsylvania, 2008.

6.4 Clinical and Laboratory Standards Institute (CLSI). Procedures for the Collection of Diagnostic
Blood Specimens by Venipuncture; Approved Standard-Sixth Edition. CLSI document

H03- A6. Clinical and Laboratory Standards Institute, Wayne, Pennsylvania, 2007.
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